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STABLYX™ CMC Ar throp lasty System  
 
INSTRUCTIONS FOR USE                                                                   
Rx: For use by physicians only. Caution: Federal Law restricts this device to sale by or on the order of a physician. 
 
Failure to follow instructions may lead to patient injury. 
 
This package insert is designed to provide Instructions for Use of the STABLYX CMC Arthroplasty System; it is not a 
reference to surgical techniques.  Prior to use of the STABLYX CMC Arthroplasty System the surgeon should become 
familiar with all information contained in this pamphlet. 

 
Description: 
The STABLYX CMC Arthroplasty System is a hemi joint replacement for the base of the first metacarpal of the first 

Carpometacarpal (CMC) joint.  The monoblock prosthesis is a single piece prosthesis having a highly polished, saddle 

shaped (toroidal) articular surface designed to mirror the normal anatomy of the base of the first metacarpal. The 

STABLYX prosthesis bears against the mating saddle articular surface of the trapezium.  The saddle design of the 

STABLYX CMC prosthesis allows for flexion-extension, abduction-adduction and opposition motions.  It is comprised of 

Cobalt Chrome (CoCr) with a Titanium Plasma Sprayed (TPS) stem, which is press fit into the medullary canal.  Each 

prosthesis is packaged and provided sterile. 

The STABLYX CMC Arthroplasty System is comprised of: 

• Multiple sized hemi joint prosthesis  

• System specific instrumentation  
 
Indications for Use: 
The STABLYX CMC Arthroplasty System is intended to replace the base (proximal end) of the first metacarpal in cases of 

rheumatoid arthritis, traumatic arthritis, osteoarthritis or post fracture deformation of bone loss that present as either a 

painful, unstable thumb, or a thumb with limited range of motion.  This implant is intended for non-cemented, press fit use. 

Contraindications: 
The STABLYX CMC Arthroplasty System should not be used if any of the following are present: active or latent infection, 
sepsis, insufficient quantity or quality of bone and/or soft tissue, material sensitivity, or patients who are unwilling or 
incapable of following post operative care instructions.   

 Warnings and Precautions: 

• Do not use the STABLYX CMC where the trapezium is severely compromised and the implant cannot be 
supported.  The saddle shape of the implant requires a normal or near normal share of the distal surface of the 
trapezium.     

• Avoid injury to the Flexor Carpi Radialis and Flexor Policis Longus tendons while exposing the palmer aspect of 
the CMC joint, resecting bone and removing osteophytes. 

• Avoid a longitudinal capsulotomy, as it is more likely to devascularize the trapezium. 

• Excise suffient bone and osteophytes from the trapazium to allow proper seating of the prosthesis. 

• When reducing the CMC joint, be sure to avoid injury to the articular surface of the trapezium. 

• Assure the CMC joint is congruent throughout its full arc of motion, and that adequate soft tissue tensioning has 
been achieved. 

• Improper selection, placement, positioning, alignment or fixation of the implants may result in unusual stress 
conditions which may lead to subsequent reduction in the service life of the prosthetic components, postoperative 
complications, or ineffective treatment. 

• Malalignment of the components or inaccurate implantation can lead to excessive wear and/or failure of the 
prosthesis or anatomical structures.   

• When using the optional suture attachment point, keep the suture line taut during impaction of the prosthesis so 

that the suture is not kinked or damaged. 
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• For safe and effective use of the implant, the surgeon must be thoroughly familiar with the surgical technique for 
the device, implant, and associated instruments.  Improper insertion of the device during implantation may also 
increase the possibility of loosening, migration and failure of the device or the treatment.  

• The device is not designed to withstand the stress of weight bearing, load bearing, or excessive physical activity.  
Device loosening, bone or soft tissue injury may occur when the implant is subjected to excessive loading.   

• The information in this document should be shared with the patient.   

• Potential STABLYX CMC Arthroplasty System construct failures such as stress fractures of the bones, loosening 
of the construct and/or fixation, subsidence, soft tissue irritation, or incomplete healing may occur as a result of 
non compliance to post operative rehabilitation, excessive activities or construct overloading.  

• The patient must be cautioned, preferably in writing, about the use, limitations and possible adverse effects of this 
device including the possibility of device or treatment failure as a result of loose fixation, loosening, stress, excess 
activity, or weight bearing or load bearing, and the possibility of nerve or soft tissue damage related to either 
surgical trauma or the presence of the device.   

• The patient should be informed about the importance of following the postoperative rehabilitation prescribed in 
order to fully understand the possible limitations in activities of daily living.  The patient must be warned that 
failure to follow postoperative care instructions may cause the prosthesis or treatment to fail. 

• DO NOT reuse any of the STABLYX CMC Arthroplasty System implants.  Reuse may compromise the structural 
integrity of the construct and/or lead to failure, which may result in patient injury.   

• The STABLYX CMC implant is supplied sterile using gamma radiation sterilization.  DO NOT use if sterile barrier 
is damaged or if the USE BY date has expired.  Any implantable components used with an expired USE BY date 
will void the product warranty.   

• The implantable components are for single use only; DO NOT reuse, reprocess or re-sterilize.  Reuse, 
reprocessing or re-sterilization of the implantable components may: 

o Compromise the structural integrity of the construct 
o Lead to failure resulting in patient injury 
o Create a risk of contamination of the device causing patient infection or cross-contamination  
o Lead to the transmission of infectious disease(s) from one patient to another 

• Protect the implants against scratching or nicking as such stress concentration may lead to construct failure. 

• Before using the STABLYX CMC Arthroplasty System, inspect all prosthesis and instruments for wear, 
disfiguration and physical damage.  If evidence of wear, disfiguration or physical damage is found, DO NOT use 
and contact your local Skeletal Dynamics representative or the Skeletal Dynamics Customer Care Department. 

• The STABLYX CMC Arthroplasty System has not been evaluated for safety and compatibility in the MR 
environment.  It has not been tested for heating, migration or image artifact in the MR environment.  The safety of 
the device in the MR environment in unknown.  Scanning a patient who has this device may result in patient 
injury.  

• To maintain product traceability, record the Lot number for each of the implanted system components. 

• DO NOT mix implant components from different manufacturers for metallurgical, biomechanical, and functional 
reasons. 

• The benefits from implant surgery may not meet the patient’s expectations or may deteriorate over time, requiring 
revision surgery to replace the implant or to carry out alternative procedures. 

• The STABLYX CMC Arthroplasty System is to be used only with Skeletal Dynamics instruments, implants and 
accessories. 

• Dispose of contaminated implants and instruments per established facilities guidelines and protocols. 

• Caution should be taken for interference to pacemakers during electrocautery or by uncertified drills. 

• Seek medical help immediately if the implant malfunctions. 
 

 
Potential Adverse Events: 
The following potential risks or discomforts have been associated with carpometacarpal arthroplasty:  Disassociation, 
loosening or migration of the prosthesis, infection, erosion and desvascularization of the trapezium, material sensitivity 
reaction, tendon and nerve injuries, undesirable shortening or lengthening of thumb, stiffness of the CMC joint, dislocation 
or subluxation due to improper positioning, wear and deformation of the articular surfaces, intraoperative and 
postoperative bone fracture and/or postoperative pain and infection.    
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 MR Safety Information. 

The STABLYX CMC Arthroplasty System has not been evaluated for safety and compatibility in the MR environment.  

It has not been tested for heating, migration, or image artifact in the MR environment. The safety of the STABLYX CMC 

Arthroplasty System in the MR environment is unknown. Scanning a patient who has this device implanted may result 

in patient injury. 

 
Directions for Use: 
CMC arthroplasty requires skill and training by the medical professional.  The STABLYX CMC Arthroplasty System should 
only be used by surgeons who have experience with the system.  Each surgeon must evaluate the appropriateness for 
the use of the STABLYX CMC Arthroplasty System during CMC arthroplasty procedures based on their experience with 
the STABLYX CMC Arthroplasty System.   
 
Please refer to the STABLYX CMC Arthroplasty Surgical Technique Guide (MKT-00117-00) to review the surgical 
approach to CMC arthroplasty as described by Jorge L. Orbay, M.D. of the Miami Hand Institute located in Miami, Florida. 

 
Cleaning, Sterilization, and Inspection 

The STABLYX CMC Arthroplasty Surgical Technique Guide implants are supplied sterile. The ALIGN® Radial Head 
System implantable components have been sealed and then sterilized by gamma radiation. The implants are provided in 
a sterile package. If any of the implants or the package appear damaged, or the expiration date has been exceeded, then 
the implant should not be used. DO NOT re-sterilize the implantable components. 

  

Instructions for cleaning, disinfection, sterilization, and inspection of ALIGN ® Radial Head instrumentation are provided in 
the Reprocessing IFU, Instructions for Reprocessing (Cleaning, Disinfection, and Sterilization) of Skeletal Dynamics 
Products (IFU-04056-00), available at www.skeletaldynamics.com/resources. STABLYX CMC Arthroplasty Surgical 
Technique Guide (MKT-00117-00) for proper kitted instrument tray arrangement. 

 
Handling and Storage: 
When not in use, store the clean and disinfected STABLYX CMC Arthroplasty Set within the Sterilization Tray.  Prior to 
use, inspect the instrumentation for serviceability and the sterile packaged implants for signs of tampering or water 
contamination.    
 

Resources 

The latest version of the Instructions for Use, Implant Card, Patient Pamphlet, or Summary of Safety and Clinical 
Performance may be requested in a physical format by email (orders@skeletaldynamics.com) or by phone (+1-877-753-
5396). The physical copy will be provided within 7 calendar days of receiving the user's request, or at the time of device 
delivery, if requested at the time of order. 
 
For the most current instructions for use, visit www.skeletaldynamics.com/resources. Instructions for Use should always 
be reviewed before using or implanting a device. 
 

Disclaimer of Warranty and Limited Remedies:  

Skeletal Dynamics makes no express or implied warranty, including any implied warranty of merchantability or fitness for 
a particular purpose, on the product(s) described in this publication.  Skeletal Dynamics shall not be liable under any 
circumstances for any direct, incidental or consequential damages other than as expressly provided by specific law.  No 
person has authority to bind Skeletal Dynamics to any representation or warranty except as specifically set forth in this 
publication.  Descriptions or specifications provided by Skeletal Dynamics in any publication are only included to generally 
describe the product when manufactured and do not constitute any express warranties. 
  

http://www.skeletaldynamics.com/resources
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Skeletal Dynamics, Inc.  
7300 N. Kendall Dr. / Suite 800  
Unites States of America, Miami, FL 33156  
1-877-753-5396 
 

 

 

 

European Representative 
Emergo Europe. 
Westervoortsedijk 60 
6827 AT Arnhem, 
The Netherlands 
 

UK Representative 
Emergo Consulting (UK) Limited 
c/o Cr 360 - UL International  
Compass House, Vision Park Histon  
Cambridge CB24 9BZ 
United Kingdom 

 

  

 

 

 
 

 
 
 
 
 
 

     
 

 
 

   


